A thin foot switch.
A common problem in determining a number of important gait parameters is a convenient means for indicating foot/floor contact. Various foot switches have been used in many forms, but still an ideal, commercially available switch has yet to materialize. This note describes one method for constructing very thin, (1 mm), durable, switches that have worked well in the Gait Analysis Lab at Texas Scottish Rite Hospital.